Laboratory | True positive | True negative | False positive False negative | Concordance (%) Sensitivity (%) Specificity (%) Kappa
L01 5 4 0 0 100 100 100 1**
L02 5 4 0 0 100 100 100 1**
LO4 5 4 0 0 100 100 100 1**
LO5 5 4 0 0 100 100 100 1**
LO6 3 4 0 2 77.8 60 100 0.57*
LO7 5 4 0 0 100 100 100 1**
LO8 5 4 0 0 100 100 100 1**
LO9 5 3 1 0 88.9 100 75 0.77**
L10 5 4 0 0 100 100 100 1**
L11 3 4 0 2 77.8 60 100 0.57*
L12 4 4 0 1 88.9 80 100 0.78%**
L13 4 3 1 1 77.8 80 75 0.55*
L14 4 2 2 1 66.7 80 50 0.3 (ns)

Overall 58 48 4 7 90.6 89.2 92.3 0.66***




